
Bid Details/�बड �ववरण

Bid End Date/Time/�बड बंद होने क� तार�ख/समय 11-04-2025 17:00:00

Bid Opening Date/Time/�बड खुलने क�
तार�ख/समय 11-04-2025 17:30:00

Bid Offer Validity (From End Date)/�बड पेशकश
वैधता (बंद होने क� तार�ख से) 180 (Days)

Ministry/State Name/मं ालय/रा!य का नाम Ministry Of Science And Technology

Department Name/�वभाग का नाम Department Of Science And Technology (dst)

Organisation Name/संगठन का नाम Sree Chitra Tirunal Institute For Medical Sciences And
Technology (sctimst)

Office Name/काया%लय का नाम Thiruvananthapuram

&ेता  ईमेल/Buyer Email buycon23.sctimsts.kl@gembuyer.in

Total Quantity/कुल  मा ा 1

Item Category/मद केटेगर�  High End Multipara Monitor (V2) (Q2)

MSE Exemption for Years Of
Experience/अनुभव के  वष+ से एमएसई छूट / Yes

Startup Exemption for Years Of
Experience/अनुभव के  वष+ से /टाट%अप छूट / Yes

Document required from seller/�व&ेता  से मांगे
गए द/तावेज़

Experience Criteria,Certificate (Requested in ATC),OEM
Authorization Certificate,OEM Annual Turnover
*In case any bidder is seeking exemption from Experience /
Turnover Criteria, the supporting documents to prove his
eligibility for exemption must be uploaded for evaluation by
the buyer

Do you want to show documents uploaded
by bidders to all bidders participated in
bid?/

Yes

Bid to RA enabled/�बड से 1रवस% नीलामी स3&य 3कया No

Type of Bid/�बड का 4कार Single Packet Bid

Time allowed for Technical Clarifications
during technical evaluation/तकनीक� मू5यांकन के
दौरान तकनीक� /प7ीकरण हेतु अनुमत समय

2 Days

 

Bid Number/बोली &मांक (�बड सं8या):
GEM/2025/B/6092100

Dated/3दनांक : 01-04-2025

Bid Document/ �बड द/तावेज़
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Inspection Required (By Empanelled
Inspection Authority / Agencies pre-
registered with GeM)

No

Evaluation Method/मू5यांकन प@ित Total value wise evaluation

Arbitration Clause No
Mediation Clause No

Bid Details/�बड �ववरण

EMD Detail/ईएमड� �ववरण

Required/आवCयकता No

ePBG Detail/ईपीबीजी �ववरण

Required/आवCयकता No

MII Purchase Preference/एमआईआई खर�द वर�यता

MII Purchase Preference/एमआईआई खर�द वर�यता No

MSE Purchase Preference/एमएसई खर�द वर�यता

MSE Purchase Preference/एमएसई खर�द वर�यता Yes

1. If the bidder is a Micro or Small Enterprise as per latest definitions under MSME rules, the bidder shall be
exempted from the requirement of "Bidder Turnover" criteria and "Experience Criteria" subject to meeting of
quality and technical specifications. If the bidder is OEM of the offered products, it would be exempted from the
"OEM Average Turnover" criteria also subject to meeting of quality and technical specifications. In case any
bidder is seeking exemption from Turnover / Experience Criteria, the supporting documents to prove his eligibility
for exemption must be uploaded for evaluation by the buyer.
2. If the bidder is a Startup, the bidder shall be exempted from the requirement of "Bidder Turnover" criteria and
"Experience Criteria" subject to their meeting of quality and technical specifications. If the bidder is OEM of the
offered products, it would be exempted from the "OEM Average Turnover" criteria also subject to meeting of
quality and technical specifications. In case any bidder is seeking exemption from Turnover / Experience Criteria,
the supporting documents to prove his eligibility for exemption must be uploaded for evaluation by the buyer. 
3. Purchase preference will be given to MSEs having valid Udyam Registration and whose credentials are
validated online through Udyam Registration portal as defined in Public Procurement Policy for Micro and Small
Enterprises (MSEs) Order, 2012 dated 23.03.2012 issued by Ministry of Micro, Small and Medium Enterprises and
its subsequent Orders/Notifications issued by concerned Ministry. If the bidder wants to avail themselves of the
Purchase preference, the bidder must be the manufacturer / OEM of the offered product on GeM. Traders are
excluded from the purview of Public Procurement Policy for Micro and Small Enterprises and hence resellers
offering products manufactured by some other OEM are not eligible for any purchase preference. In respect of bid
for Services, the bidder must be the Service provider of the offered Service. Relevant documentary evidence in
this regard shall be uploaded along with the bid in respect of the offered product or service and Buyer will decide
eligibility for purchase preference based on documentary evidence submitted, while evaluating the bid. If L-1 is
not an MSE and MSE Seller (s) has / have quoted price within L-1+ 15% (Selected by Buyer) of margin of
purchase preference /price band defined in relevant policy, such MSE Seller shall be given opportunity to match
L-1 price and contract will be awarded for 25% (selected by Buyer) percentage of total quantity. The buyers are
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advised to refer the OM No. F.1/4/2021-PPD dated 18.05.2023 OM_No.1_4_2021_PPD_dated_18.05.2023 for
compliance of Concurrent application of Public Procurement Policy for Micro and Small Enterprises Order, 2012
and Public Procurement (Preference to Make in India) Order, 2017. Benefits of MSE will be allowed only if seller is
validated on-line in GeM profile as well as validated and approved by Buyer after evaluation of documents
submitted. 
4. Estimated Bid Value indicated above is being declared solely for the purpose of guidance on EMD amount and
for determining the Eligibility Criteria related to Turn Over, Past Performance and Project / Past Experience etc.
This has no relevance or bearing on the price to be quoted by the bidders and is also not going to have any
impact on bid participation. Also this is not going to be used as a criteria in determining reasonableness of
quoted prices which would be determined by the buyer based on its own assessment of reasonableness and
based on competitive prices received in Bid / RA process.

High End Multipara Monitor (V2) ( 1 pieces )

Technical Specifications/तकनीक� �विश�7याँ 

* जेम केटेगर� �विश�7 के अनुसार / As per GeM Category Specification

Specification
Specification Name/�विश�7 का

नाम
Bid Requirement/�बड के  िलए आवCयक (Allowed

Values)/अनुमत मू5य

GENERAL Product Description High End Multipara Monitor

PRODUCT
INFORMATION

Type of Monitor Pre- Configured

Monitoring Parameters ECG, HR, Respiration Rate, SpO2, Pulse Rate, NIBP,
Temperature, IBP

EtCO2 Yes

Cardiac output NA

Transport monitor module with
basic vital parameters for
transporting within the hospital

No

Perfusion Index Yes

S T Analysis Yes

PPV (derived value during IBP
measurement)

Yes

Length of time of full
disclosure of patient data in
hr

? 72 Or higher

Length of time of trending
in hr

? 72 Or higher

ECG PARAMETERS ECG Provided Yes

Number of leads of ECG 5

12-Lead interpretation for ECG No, Yes

ECG Waveform number of
leads display

7

Arrhythmia detect Yes

Heart rate measurement range Atleast 30 -250 bpm

Accuracy ± 2 bpm or better

Minimum gradation 1 bpm or better
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RESPIRATION
PARAMETERS

Respiration Method Impedance pneumography

Respiration rate
measurement range

0 - 100 bpm or more

Minimum gradation of
respiratory measurement

1 bpm or better

PULSE OXIMETERY
PARAMETERS

Measurement technique
(Declaration of the
measurement technique by the
seller at the time of bid
submission/supply)

Low Perfusion Technology with Motion artifact
detection

Probe type Clip

Probe for Adult and Pediatric Reusable

Probe for neonates Reusable

SPO2 measurement range 70 - 100%

Accuracy of SPO2
measurement

± 2% or better

Minimum Gradation 1%

NIBP PARAMETERS Measurement technique for
NIBP

Step-deflation Oscillometric / Linear Inflation

Systolic Blood pressure
monitoring range

40 - 250 mmHg or more

Diastolic Blood pressure
monitoring range

30 - 220 mmHg or more

Accuracy of NIBP Measurement ±3 mm/Hg or better

TEMPERATURE
PARAMETERS

Number of channels for
temperature

2

Type of probe Skin

Temperature probe type Reusable

Temperature probe range Atleast 30 - 40 degree

Minimum gradation of
temperature probe

0.1 degree C or better

Accuracy in % ±1% or better

IBP PARAMETERS Number of channels for IBP 2

ETCO2 PARAMETERS Sensor type Sidestream

Patient type Intubated and non intubated

CO2 Measuring range in mmHg 0 to 99 mmHg or better

ALARMS Availability of Audio and visual
alarms with high , medium and
low intensity adjustment

Yes

Specification
Specification Name/�विश�7 का

नाम
Bid Requirement/�बड के  िलए आवCयक (Allowed

Values)/अनुमत मू5य
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Operator can set audio visual
alarm levels for low or high
levels of each parameter
independently

Yes

Systolic BP - low and high Yes

Diastolic BP - low and high Yes

Mean BP - low and high Yes

Heart rate - low and high Yes

SPO2 - low and high Yes

Respiratory rate - low and high Yes

Temperature - low and high Yes

Alarm Volume Adjustable Yes

Activating silence of alarm Yes

Duration of alarm silence in
seconds

120

Suspension of all alarms Yes

Latching of alarm Yes

Cuff leakage alarm Yes

Cuff disconnect alarm Yes

Alarm for inflation/deflation
errors

Yes

Indicator for low-battery Yes

EtCO2 - low and high Yes

Escalation of Alarm Priority Yes

Sensor/ wire/probe
disconnection alarm

Yes

NETWORK
PARAMETERS

Ethernet port Yes

Hardwired Yes

Wireless No

Connectivity with Network
printer

No, Yes

Connectivity provision with
Central Nursing Station

Yes

DISPLAY
PARAMETERS

Type of display LCD/LED/TFT

Display Size in inches 12, 15, 17, 19 Or higher

Traces of display >6

User Interface of display Rotary knob

Specification
Specification Name/�विश�7 का

नाम
Bid Requirement/�बड के  िलए आवCयक (Allowed

Values)/अनुमत मू5य
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STANDARD
ACCESSORIES

Number of reusable adult probe
provided

1

Number of reusable pediatric
probe provided

1, NA

Number of ECG 5/6/10 lead
cable provided

1

Number of IBP cables provided 2 Reusable Cables

Number of disposable IBP
Transducers provided

5

Number of Adult NIBP cuffs of
Medium, Large, Extra large
provided

1 Set

Number of Pediatric NIBP cuffs
of Small and medium provided

1 Set

Number of Skin temperature
probe provided

1 for Adult / Paediatric

Number of Esophageal
Temperature probe (Adult)
provided

1

Number of EtCO2 adapter
provided

1 each for Adult , Neonatal and Pediatric

Number of Water trap provided 5

Accessories to wall mount the
monitor

Yes

POWER
REQUIREMENTS

Power supply 220-240 VAC, 50Hz , Single phase

Mains cable 3 meter or more with Indian plug

Battery Inbuilt

Minimum Inbuilt Battery back
up in minutes

120

Recharging time of battery in
hr

? 6

Weight of the Machine in kgs ? 15

Noise level in dB ? 50

Device Earthing Yes

CERTIFICATIONS Compliance to Medical Device
Rules (MDR) 2017 as amended
till date

Yes

Specification
Specification Name/�विश�7 का

नाम
Bid Requirement/�बड के  िलए आवCयक (Allowed

Values)/अनुमत मू5य
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Availability of valid Medical
Device license for the product
issued from the competent
authority defined under Drugs
and Cosmetic Act 1940 and
Rules made there under as
amended till date

Yes

Certification for manufacturing
unit

ISO:13485 (Latest)

Availability of Test Report for
each supplied batch/product as
per Medical Device Rule (MDR)
2017 as amended till date

Yes

Submission of all necessary
certifications, licenses and test
reports to the buyer at the time
of bid submission or along with
supplies as per buyer
requirement

Yes

Conformity to Electrical Safety
Standards

IEC 60601 or BIS Equivalent

WARRANTY Warranty (Option of
comprehensive warranty is
available through bidding
only, which if opted will
supersede normal warranty
in the catalogue)

3, 4, 5 Or higher (year)

Specification
Specification Name/�विश�7 का

नाम
Bid Requirement/�बड के  िलए आवCयक (Allowed

Values)/अनुमत मू5य

Additional Specification Parameters - High End Multipara Monitor (V2) ( 1 pieces ) 
Specification Parameter

Name Bid Requirement (Allowed Values)

ANAESTHESIA
MULTIPARAMETER MONITOR TO
USE WITH ANAESTHESIA WORK
STATION.

Cardiac output - upgradable

PARAMETER MONITORING
OPTIONS LIKE 5 LEAD ECG,
SPO2 ( WITH AULT AND
PEDIATRIC PROBES)

Type of probe: skin, esophagus

ETCO2 Side stream - for side
stream monitoring of ETCO2
Sampling lines with adaptors
and water trap should be
provided.

Number of reusable adult probe provided : SPO2 -1
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Ibp Monitoring Two Channels ,
Respiration, HR, NIBP , Battery
Back up , Recording options

Number of reusable pediatric probe provided: SPO2-1

UPGRADABLE WITH CARDIAC
OUT PUT MONITORING YES

Specification Parameter
Name Bid Requirement (Allowed Values)

* Bidders offering must also comply with the additional specification parameters mentioned above. 

Consignees/Reporting Officer/परे�षती/1रपो3टFग अिधकार� and/ तथा Quantity/मा ा

S.No./&.
सं.

Consignee
Reporting/Officer/

परे�षती/1रपो3टFग
अिधकार�

Address/पता Quantity/मा ा Delivery Days/3डलीवर� के
3दन

1 Veena L

695012,Biomedical Technology
Wing Sree Chitra Tirunal
Institute for Medical Sciences &
Technology Satelmond Palace,
Poojappura,
Thiruvananthapuram, Kerala,
India Pin Code : 695012,
Thiruvananthapuram, 695012

1 60

Special terms and conditions-Version:1 effective from 09-08-2024 for category High End Multipara
Monitor (V2)

1. 1. All Provisions of Drugs and Cosmetics Act, 1940 and Rules (including Medical Device Rule 2017)
made there under as amended till date will always be applicable. This will include all notifications
issued by Central Drugs Standard Control Organization (CDSCO), Ministry of Health & Family Welfare
(MoHFW) and Department of Pharmaceuticals (DOP), Ministry of Chemicals & Fertilizers time to time
in this regard.

2. The sellers are registered on GeM based on self declaration of valid Medical Device License, product
certification, test reports etc. However, buyers must check and validate the details at their end for
all applicable licenses and certifications e.g., validity and authenticity/genuineness of Medical
Device license, product certification, manufacturer certification/licenses, test reports etc.

3. In case of authorized resellers/distributors, it will be the legal & regulatory liability of the
manufacturer to ensure that their resellers/distributors are operating in compliance with all relevant
laws and regulations and are properly licensed to sell the manufacturer's products, including
verifying the validity and authenticity of Medical Device license held by them.

4. The price offered by the seller/bidder shall not, in any case exceed the DPCO/NPPA controlled price
or price fixed by State Government, if any. The seller must reduce the prices if there is any
reduction in DPCO/NPPA ceiling price or price fixed by State Government, if any.

5. Any other Terms and Conditions which is not included or at variance with the conditions specified in
STC/GTC, may be added by the buyer through Additional Terms and Conditions (ATC) in the bid to
ensure items are procured from authentic/validated source with appropriate and applicable quality.
The above terms and conditions are in reverse order of precedence i.e. ATC shall supersede specific
STC which shall supersede General Terms and Conditions (GTC), whenever there are any conflicting
provisions.

6. Comprehensive warranty: Comprehensive warranty shall include preventive maintenance
including calibration as per technical/ service /operational manual of the manufacturer, service
charges and spares. During the warranty period commencing from date of the successful
completion of warranty period, Service personnel shall visit each consignee site as recommended in
the manufacturer's technical/ service /operational manual, at least once in six months. warranty
shall not be including the consumables. Further there will be 98% uptime warranty during warranty
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period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend warranty period by double
the downtime period.

7. Service centres: Details of Service outlets in India to render services for equipment to be
furnished to buyer/consignees with complete address, telephone numbers, e mails etc at time of
making the supplies. It shall be the responsibility of seller to ensure that authorized service centres
are available to cater to the areas where supplies are made within reasonable distance from where
the service calls can be handled. Details of toll-free numbers for service call and online registration
of service requests also to be provided buyer/consignee at the time of supplies.

8. Source of supply: It shall be responsibility of seller to provide Documents regarding source of
equipments such as copy of Performa invoice or any other documents to establish that the products
supplied are manufactured by OEM indicated and sourced from them.

9. Packing and Marking: Medical equipments being very delicate and sensitive packing for the
goods should be strong and durable enough to withstand transit including transhipment (if any),
rough handling, open storage etc. without any damage, deterioration etc. .The size, weights and
volumes of the packing cases, remoteness of the final destination of the goods, availability or
otherwise of transport and handling facilities at all points during transit up to final destination,.
Quality of packing, the manner of marking within & outside the packages and provision of
accompanying documentation shall take into consideration the type of medical equipments being
supplied. The accessories shall be suitably labelled and packed. Each of the package shall be
marked on three sides with indelible paint of proper quality: indicating contract number and date,
brief description of goods including quantity, Packing list reference number, country of origin of
goods and any other relevant details.

10. Spare Parts: Seller shall provide materials, information etc. pertaining to spare parts
manufactured and supplied by the OEM. It shall be ensured that the required spares are available
for purchase at least for 10 years from date of supplies. In case due to any reasons the production
of the spare parts is discontinued sufficient advance notice should be given to the buyer/consignee
before such discontinuation to provide adequate time to purchase the required spare parts etc.
Further, OEM and their service centres/dealers shall carry sufficient inventories to assure ex-stock
supply of consumables and spares for the equipments so that the same are available. OEM or
reseller shall always accord most favoured client status to the buyer/consignee and shall give the
most competitive price for spares and consumables of its machines/equipments supplied.

11. Installation, Training, Manuals: Seller shall be responsible to carry out Installation &
commissioning, Supervision and Demonstration of the goods. They shall provide required jigs and
tools for assembly, minor civil works for the completion of the installation and Training of
Consignee's representatives for operating and maintaining the equipment and supplying required
number of operation & maintenance manual for the goods. In case the category parameters are
specifying any requirements regarding the installations, training and manuals the same shall also
be applicable.

12. Electrical safety checking: Sellers are required to make sure that they furnish the list of
equipments for carrying out routine and preventive maintenance to buyer/consignee .They should
make sure to periodically check the electrical safety aspects as per BIS Safety Standards or
equivalent .In case they do not have required equipment for such testing should ensure that the
equipments checked for electrical safety compliance through labs with facilities for such checking
during every preventive maintenance call.

13. Software: All software updates should be provided free of cost during warranty period.

Buyer Added Bid Specific Terms and Conditions/&ेता  Iारा जोड़� गई �बड क� �वशेष शतK

1. Generic

OPTION CLAUSE: The Purchaser reserves the right to increase or decrease the quantity to be ordered up
to 25 percent of bid quantity at the time of placement of contract. The purchaser also reserves the right to
increase the ordered quantity up to 25% of the contracted quantity during the currency of the contract at
the contracted rates. The delivery period of quantity shall commence from the last date of original
delivery order and in cases where option clause is exercised during the extended delivery period the
additional time shall commence from the last date of extended delivery period. The additional delivery
time shall be (Increased quantity ÷ Original quantity) × Original delivery period (in days), subject to
minimum of 30 days. If the original delivery period is less than 30 days, the additional time equals the
original delivery period. The Purchaser may extend this calculated delivery duration up to the original
delivery period while exercising the option clause. Bidders must comply with these terms.

2. Buyer Added Bid Specific ATC
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Buyer uploaded ATC document Click here to view the file .

Disclaimer/अ/वीकरण

The additional terms and conditions have been incorporated by the Buyer after approval of the Competent
Authority in Buyer Organization, whereby Buyer organization is solely responsible for the impact of these clauses
on the bidding process, its outcome, and consequences thereof including any eccentricity / restriction arising in
the bidding process due to these ATCs and due to modification of technical specifications and / or terms and
conditions governing the bid. If any clause(s) is / are incorporated by the Buyer regarding following, the bid and
resultant contracts shall be treated as null and void and such bids may be cancelled by GeM at any stage of
bidding process without any notice:-

1. Definition of Class I and Class II suppliers in the bid not in line with the extant Order / Office Memorandum
issued by DPIIT in this regard.

2. Seeking EMD submission from bidder(s), including via Additional Terms & Conditions, in contravention to
exemption provided to such sellers under GeM GTC.

3. Publishing Custom / BOQ bids for items for which regular GeM categories are available without any
Category item bunched with it.

4. Creating BoQ bid for single item.
5. Mentioning specific Brand or Make or Model or Manufacturer or Dealer name.
6. Mandating submission of documents in physical form as a pre-requisite to qualify bidders.
7. Floating / creation of work contracts as Custom Bids in Services.
8. Seeking sample with bid or approval of samples during bid evaluation process. (However, in bids for

attached categories, trials are allowed as per approved procurement policy of the buyer nodal Ministries)
9. Mandating foreign / international certifications even in case of existence of Indian Standards without

specifying equivalent Indian Certification / standards.
10. Seeking experience from specific organization / department / institute only or from foreign / export

experience.
11. Creating bid for items from irrelevant categories.
12. Incorporating any clause against the MSME policy and Preference to Make in India Policy.
13. Reference of conditions published on any external site or reference to external documents/clauses.
14. Asking for any Tender fee / Bid Participation fee / Auction fee in case of Bids / Forward Auction, as the

case may be.

Further, if any seller has any objection/grievance against these additional clauses or otherwise on any aspect of
this bid, they can raise their representation against the same by using the Representation window provided in
the bid details field in Seller dashboard after logging in as a seller within 4 days of bid publication on GeM. Buyer
is duty bound to reply to all such representations and would not be allowed to open bids if he fails to reply to
such representations.

All GeM Sellers / Service Providers are mandated to ensure compliance with all the applicable laws /
acts / rules including but not limited to all Labour Laws such as The Minimum Wages Act, 1948, The
Payment of Wages Act, 1936, The Payment of Bonus Act, 1965, The Equal Remuneration Act, 1976,
The Payment of Gratuity Act, 1972 etc. Any non-compliance will be treated as breach of contract

and Buyer may take suitable actions as per GeM Contract.

This Bid is also governed by the General Terms and Conditions/ यह �बड सामाLय शत+ के अतंग%त भी शािसत है

In terms of GeM GTC clause 26 regarding Restrictions on procurement from a bidder of a country which shares a land border with India, any bidder from a country which
shares a land border with India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority. While participating in bid, Bidder has to
undertake compliance of this and any false declaration and non-compliance of this would be a ground for immediate termination of the contract and further legal action

in accordance with the laws./जेम क� सामाLय शत+ के खंड 26 के संदभ% मN भारत के साथ भूिम सीमा साझा करने वाले देश के �बडर से खर�द
पर 4ितबंध के संबंध मN भारत के साथ भूिम सीमा साझा करने वाले देश का कोई भी �बडर इस िन�वदा मN �बड देने के िलए तभी पा  होगा
जब वह �बड देने वाला सQम 4ािधकार� के पास पंजीकृत हो।�बड मN भाग लेते समय �बडर को इसका अनुपालन करना होगा और कोई भी
गलत घोषणा 3कए जाने व इसका अनुपालन न करने पर अनुबंध को तVकाल समाW करने और कानून के अनुसार आगे क� कानूनी कार%वाई
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का आधार होगा।

---Thank You/धLयवाद---
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